The measurement of urethral resistance and mural tension using simple programmable modules.
The theory of urethral resistance and the derivation or mural tension have been discussed. A method for the continuous calculation and presentation of these parameters has been described. Urethral resistance and mural tensions are altered by the presence of bladder outflow obstruction and have been shown to return to normality after the obstruction is removed.